Spontaneous opening of the Filshie clip as a cause of sterilisation failure.
An open Filshie clip is sometimes detected during the evaluation of a case of sterilisation failure. This spontaneous opening of the clip does not need to have been caused by material failure, but may be produced by jamming of the clip what can occur by incorrect squeezing during closure. On superficial observation, the clip will appear to be closed, but it may easily open itself by its spring mechanism when the clip is moved or merely touched. Especially in the teaching situation one should be careful for this lapse.